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Description : 


The Lubricating Oil Rust Characteristics Tester is a specialized instrument designed for evaluating 


the rust-preventing properties of lubricating oils. This sophisticated testing equipment is essential for 
industries such as automotive, manufacturing, and machinery, where the prevention of rust and 
corrosion is crucial for maintaining the optimal performance and longevity of mechanical 
components. 


Specifications : 


Sample hole 4 pieces 


Speed of stirring motor 1400 rpm 
Speed for sample stirring 1000 + 50 rpm 


Ambient temperature Room temperature to 35°C 


Temperature controlling range | 0 to 100°C 


Temperature controlling 

+1°C 
accuracy 
Temperature controller Pt100 


— 
_ 


f 600 W for temperature controlling; 1000 W for 
Heating power mi ; 
auxiliary heating 


Total power consumption 


— 
Power supply AC 220 V + 10%, 50Hz 


Features : 


Digital temperature and time display 
High-test efficiency 
Timer to control test time and 


automatic timing 


Applications : 


It is also suitable to determine rust-preventing characteristics of other oils, such as 
hydraulic pressure oil, circulation oil, as well as liquids heavier, whose gravity is 


greater than water. 
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